
APR 1 12014

ORENOVIS K(132312 Page 1 of 3

Traditional 510(k) Summary
as required by 21 CFR 807.92(a)

K132312

A) Submitted by: Renovis Surgical Technologies Inc.
1901 W. Lugonia Aye, Ste 340
Redlands, CA 92374
Phone: 909-557-2360
Fax: 909-307-8571

Official Contact: Anthony DeBenedictis
Vice President of Quality Assurance

Consultant: Sharyn Orton, Ph.D.
MEDIcept, Inc.
200 Homer Ave
Ashland, MIA 0 1721

Date prepared: April 2, 2014

B) Device Name: Prosthesis, hip, semi-constrained, metal/polymer, porous uncemented

Common Name: Total Hip Arthroplasty - Acetabular Components

Proprietary Name: Renovis Tesera Trabecular Technology (T 3) Acetabular Shell System

Device Class: Class II

Regulation number: 21 CFR 888.3358

Regulation name: Hip joint metal/polymer/metal semi-constrained porous-coated
uncemented prosthesis

Product code: LPH

Classification panel: Orthopedic

C) Predicates:
Kl 12897 Renovis A400 Surgical Hip Replacement System (acetabular shells)
K102975 Exactech Novation Crown Cup with InteGrip Acetabular Shell
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D) Device Description:

The Renovis Tesera Trabecular Technology (T 3) Acetabular Shell System ("T 3 Acetabular Shell
System") acetabular shells ("T 3 shells") are modifications of the Renovis A400 Surgical Hip
Replacement System acetabular shells cleared through premarket notification KI 12897. This
submission proposes the following design change: The proposed T 3 shells will be manufactured
from the same titanium alloy using an additive manufacturing process to fabricate the implant
and porous structure concurrently, and have a thicker solid substrate and porous layer.

The T 3 shells are totbe used with polyethylene liners, femoral components, acetabular shell trials,
and other system specific instruments originally cleared in the Renovis A400 Surgical Hip
System (Kl 12897). The V3 shell is available in multiple configurations (no hole shell; cluster
hole shell) and sizes (44 - 66 mmn diameter). The liners attach to the shells under impaction with
a snap lock mechanism.

The T 3 shells comply with the following material standards:
* ASTM F 136-12(a) Standard Specification for Wrought Titanium-6Aluminum-

4Vanadiumn ELI (Extra Low Interstitial) Alloy for Surgical Implant Applications
* ASTM F3001-13 Standard Specification for Additive Manufacturing Titanium-6

Aluminum-4 Vanadium ELI (Extra Low Interstitial) with Powder Bed Fusion

E) Indications For Use:

The Renovis Tesera Trabecular Technology (T 3) Acetabular Shell System components are to be
used with components of the Renovis A400 Surgical Hip Replacement System, and are indicated
for patients suffering from the following:

1. Non-inflammatory degenerative joint disease including osteoarthritis and avascular
necrosis;

2. Rheumatoid arthritis;
3. Correction of functional deformity;'
4. Treatment of non-union, femoral neck fracture and trochanteric fractures of the proximal

femur with head involvement, unmanageable using other techniques; and
5. Revision procedures where other treatment or devices have failed.

The Renovis Tesera Trabecular Technology (T 3) Acetabular Shell System is intended for
cementless applications.

F) Substantial Equivalence Comparison and Discussion

The T 3 Acetabular Shell System has similar Indications for Use, design, material, sizes and
geometries, and compatible liners and femoral components as the KI 12897 A400 acetabular
shells. The T3 Acetabular Shell System additive manufacturing process is similar to that of the
KI 02975 Exactech acetabular shells. The T3 shells have a thicker porous structure and solid
substrate than the Kl 12897 A400 acetabular shells. Differences between the Renovis T 3 shells
and the predicate devices do not raise any new issues of safety or effectiveness.
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G) Biocompatibility

The biocompatibility of Ti-6A1-4V EBM manufactured FDA cleared orthopedic implants has
been demonstrated.

H) Performance Testing - Bench

The following performance tests were successfully conducted:
* ASTM F 1044-05 (2011) Standard Test Method for Shear Testing of Calcium Phosphate

Coatings and Metallic Coatings
" ASTM FP1160-05 (2011) Standard Test Method for Shear and Bending Fatigue Testing of

Calcium Phosphate and Metallic Medical and Composite Calcium/Phosphate Metallic
Coatings

* ASTM Fl 1147-05 (2011) Standard Test Method for Tension Testing of Calcium
Phosphate and Metallic Coatings

* ASTM F1 854-09 Standard Test Method for Stereological Evaluation of Porous Coatings
on Medical Implants
The results of ASTM Fl 1854 testing demonstrate compliance with the requirements in 21
CFR 888.3358 for volume porosity, average pore size, and interconnecting porosity and
porous coating thickness

* ASTM F 1978-12 Standard Test Method for Measuring Abrasion Resistance of Metallic
Thermal Spray Coatings by Using the Taber Abraser

* Acetabular shell fatigue testing compared to a predicate device per Renovis protocol and
ASTM F 1820-97 Standard Test Methods for Determining the Axial Disassembly Force
of a Modular Acetabular Device

Sterilization and aging validation studies were conducted previously.

Conclusion

The similarity in Indications for Use, sizes, geometries and technology and the performance
testing and biocompatibility data submitted support that the Renovis T3 Acetabular Shell System
is substantially equivalent to the predicate devices.
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DEPARTMIENT or: IfEALTII &H hUMAN SERVICES Public I lcakth Service

Fowd and Drug Administrationt

Doucumn Control Center - W(6&O6I)O
Silver Spring Nil. 21)Q93.0(M12

April 11, 2014

Renovis Surgical Technologies Incorporated
% Dr. Sharyn Orton
Senior Consultant
MEDIcept. Incorporated
200 H-omter Avenue
Ashland, Massachusetts 01721

Re: K 132312
Trade/Device Name: Renovis Tesera Trabecular Technology (T3) Acetabular Shell System
Regulation Number: 2 1 CFR 888.3358
Regulation Name: Hlipjoint metal/polymner/metal seii-conlstrained porous-coated

Uncemented prosthesis
Regulatory Class: Class 11
Product Code: LP-I
Dated: March 12. 2014
Received: March 13. 2014

Dear Dr. Orton:

We have reviewed Your Section 5 10O(k) prernarket notification of intent to market the device
ref'erenced above and have determined the device is Substantially equivalent (for the indications
for use stated in thle enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with thle provisions of the Federal Food, Drug.
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may. therefore, market thle device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good mnanufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRl-l does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Hll (P3MA). it
may be subject to additional controls. Existing major regulations affecting your device can be
found in thle Code of Federal Regullations. Title 2 1. Parts 800 to 898. In addition, FDA may
publish Further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a Substantial equivalence determination does not mean
that FDA has made a dletermination that your device complies with other requirements of the'Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing
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(2! CER Part 807); labeling (21 CFR Part 80 1); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CER Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 CFR 1000- 1050.

If you desire speci fic advice for your device on our labeling regulation (21 CFR Part 801 ), please
contact the Division of Sinai] Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-2041 or (30!) 796-7100 or at its Internet address
htti)://%%:vw.fda.gov/Mcdicailljevices/Resonircesl'criYot/industiv/default~.htii. Also, please note
the regulation entitled, "Misbranding by reference to prernarket notification" (2I1CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CER Part 803), please go to

htt://xvwfdai~o/Meiclflvics/Sfct/Rcora~rblc/dcbtit~hinfor the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free nuniber
(800) 638-2041 or (301) 796-7100 or at its Internet address
littp://w\w\!\\. fda.2uov/M ed icaIDc\,iccs/[Zesou rccsfo rYoti/Ildu sgt1'\/de f',u It.litin

Sincerely yours,

Lari A. Wiggins
for
Mark N. Melkerson
Director
Division of Orthopedic Devices
Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



Indications for Use Form

5 10(k) Number (if known): K1 32 312

Device Name: Renovis Tesera Trabecular Technologies (T3) Acetabular Shell System

Indications for Use:

The Renovis Tesera Trabecular Technologies (T~) Acetabular Shell System components are to be
used with components of the Renovis A400 Surgical Hip Replacement System, and are indicated
for patients suffering from: 1. Non-inflammatory degenerative joint disease including
osteoartbritis and avascular necrosis;
2. Rheumatoid arthritis;
3. Correction of functional deformity;
4. Treatment of non-union, femoral neck fracture and trochanteric fractures of the proximal
femur with head involvement, unmanageable using other techniques; and
5. Revision procedures where other treatment or devices have failed.

The Renovis Tesera Trabecular Technologies (T 3) Acetabular Shell System is intended for
cementless applications.

Prescription Use X AND/OR Over-the-Counter Use _____

(21 CFR 801 Subpart D) (21 CER 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF
NE C ES SARY)

Concurrence of CDRH, Office of Device Evaluation (ODE)

Elizabeffth, -trank -S
Division of Orthopedic Devices

Renovis TV Acetabular Shell System Traditional 5 10(k) Premarket Notification
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